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Abstract 

Two  critical  problems  exist  in  the  engineering  design 
of  minimally  invasive  implantable  devices:  power  supply 
and  communication.  Without  solving  these  two  problems, 
implantable  devices  will  not  be  able  to  exchange  informa¬ 
tion  with  the  outside  world  and  operate  for  extended  peri¬ 
ods  of  time.  Currently,  there  exist  only  limited  approaches 
to  these  problems.  Inspired  by  the  power  delivery  mech¬ 
anisms  of  electric  fish,  we  have  developed  a  bio-mimetic 
approach  using  the  volume  conduction  property  of  biolog¬ 
ical  tissue  as  a  natural  cable  to  pass  both  information  and 
power.  A  miniature  device,  called  an  energy  pad,  is  de¬ 
signed.  This  device  can  be  easily  attached  to  the  exterior 
of  the  skin  for  the  purposes  of  communication  and  recharg¬ 
ing  of  an  implanted  battery  within  the  human  body.  The 
volume  conduction  system  is  analyzed  by  a  linear  network 
model  and  experimentally  evaluated  using  samples  of  pig 
skin. 

1  Introduction 

For  some  time  the  military  medical  services  have  fo¬ 
cused  research  on  non-invasive  physiological  monitoring 
sensors  as  a  means  of  obtaining  data  for  remote  triage  of 
combat  casualties  and  for  soldier  health  and  performance 
monitoring.  It  has  become  increasingly  evident  that,  due 
to  the  lack  of  direct  access  to  organ  systems,  non-invasive 
sensors  may  not  be  able  to  collect  all  the  data  parameters 
crucial  to  remote  triage  or  soldier  health  status  monitoring 


and  prediction.  Therefore  invasive/internal  physiological 
sensors  may  be  needed.  Potential  battlefield  applications 
of  these  devices  include:  1)  performing  invasive  physiolog¬ 
ical  monitoring  with  biological  sensors  intended  to  provide 
data  for  assessing  health  status  of  soldiers  or  performing 
computer  aided  remote  triage  of  combat  casualties,  2)  re¬ 
leasing  computer  selected  protective  drugs  internally  when 
a  soldier  is  wounded  or  attacked  by  chemical/biological 
agents,  3)  increasing  the  awareness  of  hostile  environments 
by  channeling  sensor/computer  generated  signals  directly 
to  the  human  nervous  system  (brain-computer  interface), 
and  4)  enhancing  human  performance  or  vigilance  at  criti¬ 
cal  moments  during  a  combat  mission  or  rescue  process  by 
internal  stimulation. 

In  recent  years,  there  have  been  significant  advances 
in  computer-guided,  minimally  invasive  surgery  which  en¬ 
ables  rapid  implantation/removal  of  miniature  prosthetic  or 
monitoring  devices  into/from  the  human  body  with  little 
pain  and  complications.  Thus,  the  implantation  of  millime¬ 
ter  or  sub-millimeter  sized  devices  within  the  human  body 
has  become  increasingly  feasible.  In  order  to  construct 
these  devices  and  utilize  them  in  a  wide  variety  of  mili¬ 
tary  and  civilian  applications,  platform  technologies  that 
common  to  essentially  all  implantable  devices  must  be  de¬ 
veloped. 

We  have  identified  two  critical  platform  technologies 
in  the  engineering  design  of  the  future  minimally  invasive 
implantable  devices:  power  supply  and  communication. 
These  two  functions  often  share  the  same  transmission 
channel,  such  as  a  transcutaneous  cable  connection  chan- 
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nel  or  a  magnetic  inductive  coupling  channel  [1,  2,  3,  4], 
Therefore,  power  supply  and  communication  have  been 
considered  twin  problems  and  studied  simultaneously.  In 
most  cases,  the  performance  of  communication  is  closely 
related  to  the  amount  of  available  power  supply  the  com¬ 
munication  system  usually  consumes  a  significant  portion 
of  the  total  energy  available  to  the  device.  Lack  of  adequate 
energy  directly  causes  decreased  performance,  including 
short  communication  range,  poor  signal  quality,  and  low 
data  rates. 

Although  communication  and  power  supply  are  crucial, 
systematic  investigations  on  these  two  platform  technolo¬ 
gies  are  currently  insufficient.  Only  limited  options  are 
available.  Most  commercial  implantable  devices,  such  as 
the  pacemaker  and  deep  brain  stimulation  (DBS)  device, 
utilize  a  non-rechargeable  battery  which  stores  a  sufficient 
amount  of  energy  to  allow  the  device  to  operate  for  sev¬ 
eral  years.  Because  of  the  energy  capacity  requirement,  the 
battery  must  be  large  and  heavy.  For  example,  the  DBS  de¬ 
vice  manufactured  by  Medtronic  has  a  weight  of  48  grams 
and  a  volume  of  15.8  cm3.  Although  the  DBS  device  pro¬ 
duces  stimulation  signals  to  be  delivered  to  the  deep  region 
within  the  brain,  there  is  no  suitable  location  in  the  head 
where  such  a  large  and  heavy  device  can  be  placed.  As  a 
result,  the  DBS  device  is  surgically  implanted  within  the 
chest  just  below  the  collar  bone.  A  subcutaneous  cabling 
harness  is  utilized  to  connect  the  device  and  the  intracra¬ 
nial  electrodes  within  the  head.  However,  the  long-distance 
subcutaneous  connection  within  the  body  is  problematic. 
Breakage  of  the  cable,  microfractures  and  migration  of 
both  the  electrode  and  the  leads  due  to  the  forces  exerted 
by  the  movements  of  the  patient,  and  faulty  connectors  be¬ 
tween  the  electrodes  and  the  extension  wire  have  been  doc¬ 
umented  in  numerous  cases  [5].  It  has  been  reported  [6]  that 
the  hardware  failure  rate  can  be  as  high  as  20%  in  initial 
use.  These  problems  may  require  a  re-operation  to  replace 
the  wire  harness.  In  certain  cases,  intracranial  revision  in¬ 
volving  stereotactic  retargeting  must  be  performed. 

The  energy  supply  problem  also  contributes  to  the  high 
cost  of  the  implantable  devices.  In  the  DBS  case,  the  bat¬ 
tery  is  sealed  within  the  implant  so  the  entire  device  must 
be  surgically  replaced  once  the  battery  power  is  depleted. 
The  period  between  repeated  surgeries  ranges  from  less 
than  one  year  (heavy  usage)  to  several  years  (normal  us¬ 
age).  The  combined  costs  of  replacement  device,  acces¬ 
sories,  and  surgical  procedures  are  approximately  $25,000 
for  each  replacement,  perhaps  the  most  expensive  battery 
change  in  the  world. 

Besides  the  use  of  battery  power,  there  exist  two  com¬ 
mon  methods  for  communication  and  energy  supply.  The 
first  method  uses  a  percutaneous  interface  in  which  a  wire 


connection  is  made  from  a  computer  or  dedicated  hardware 
through  the  skin  and  connective  tissue  to  the  implanted 
device[7].  Most  neural  recording  studies  on  animals  have 
used  wire  connections,  not  because  this  is  preferred,  but 
because  they  facilitate  system  setup,  avoid  the  unsolved 
technical  problems  of  wireless  telemetry,  and  allow  the  use 
of  standard  computers  and  off-the-shelf  electronic  compo¬ 
nents  to  obtain  scientific  data  quickly  at  a  low  cost.  Wire 
connections  have  also  been  utilized  on  human  subjects  for 
the  evaluation  of  experimental  neural  implants,  such  as 
the  well-known  BrainGate  experimental  where  a  pedestal 
(a  percutaneous  connector)  links  the  external  unit  and  the 
electrode  array  implanted  on  the  motor  cortex.  Clearly, 
percutaneous  designs  are  prone  to  infection  and  highly  in¬ 
vasive.  They  can  only  be  temporary  in  a  well-controlled 
environment,  not  suitable  for  permanent  use  in  outdoor  set¬ 
tings,  such  as  the  battlefield. 


Biological  Tissue 


Figure  1 :  Magnetic  inductive  coupling 

Another  popular  method  for  communication  and  power 
delivery  is  based  on  radio  frequency  (RF)  magnetic  induc¬ 
tive  coupling  where  a  transformer-like  device  consisting  of 
a  primary  coil  and  a  secondary  coil  is  utilized  (see  Fig.  1). 
One  of  the  coils  is  located  inside  the  body  while  the  other 
is  located  outside.  When  an  RF  signal  is  applied  to  the  pri¬ 
mary  coil,  current  is  induced  in  the  secondary  coil,  through 
mutual  inductance.  Thorough  treatments  of  the  magnetic 
coupling  technique  are  available  and  this  technique  has 
been  applied  to  a  number  of  implantable  devices[2,  3], 
However,  this  method  has  a  major  drawback.  Its  efficiency 
in  power  delivery  is  generally  poor  due  to  the  energy  loss 
in  conductive  biological  tissue[9].  In  addition,  when  an  im¬ 
plant  is  small,  which  limits  the  size  of  the  secondary  coil, 
there  is  a  rapid  decline  in  magnetic  flux  captured  by  the 
secondary  coil.  In  order  to  maintain  a  sufficient  amount 
of  power  transfer,  a  large  current  must  be  delivered  to  the 
primary  coil.  This  causes  practical  problems  such  as  re- 


quiring  patients  to  carry  an  external  battery  at  all  times,  an 
inconvenience  in  their  daily  life. 

There  exist  several  less  common  communication  meth¬ 
ods  with  implantable  devices  using  antenna-based  RF 
telemetry,  a  permanent  magnet,  optical  coupling,  and  ultra¬ 
sound  coupling.  These  methods  often  suffer  from  excessive 
power  drain  from  the  power  supply  inside  the  implantable 
device  and  limited  communication  range. 

We  have  been  investigating  a  promising  communica¬ 
tion  and  power  delivery  method  based  on  the  volume  con¬ 
duction  property  of  the  human  body.  The  ionic  fluid  in  the 
biological  body  conducts  electrical  current  which,  when  in¬ 
tentionally  manipulated,  is  capable  of  transmitting  infor¬ 
mation  and  power.  This  mechanism  has  been  used  to  send 
data  from  the  inside  of  a  dolphin  to  a  pair  of  remotely 
located  electrodes  placed  in  sea  water[10],  transmit  infor¬ 
mation  from  a  sensor  implanted  within  a  leg  of  a  cadaver 
to  perform  mechanical  measurements  [1 1]  and  send  infor¬ 
mation  using  a  volume  conduction  body  bus  described  in 
a  recent  Microsoft  patent[12].  We  have  previously  de¬ 
signed  a  volume  conduction  antenna  which  achieve  a  long 
communication  range  with  a  low  power  consumption[13]. 
We  have  also  theoretically  investigated  the  problem  of  bi¬ 
directional  communication  and  shown  that  the  volume  con¬ 
duction  channel  is  symmetric  [14].  In  this  work,  we  con¬ 
tinue  our  investigation  on  communication  and  energy  prob¬ 
lems  with  emphasis  on  recharging  neural  implants  for  ap¬ 
plications  of  invasive  physiological  monitoring  and  diagno¬ 
sis.  In  these  applications,  the  power  requirement  is  usually 
moderate  allowing  an  infrequent  recharge  of  the  battery  in¬ 
side  the  implanted  device.  We  will  present  a  new  design  of 
recharging  system  using  a  sticker-like  device,  called  an  en¬ 
ergy  pad,  which  can  be  conveniently  pasted  on  the  outside 
of  the  skin.  This  design  was  inspired  by  the  energy  delivery 
process  of  electric  fish,  which  have  a  special  organ  emitting 
electric  current  into  water  to  stun  prey  without  bodily  con¬ 
tact.  We  will  also  perform  circuit  analysis  of  the  volume 
conduction  system  using  linear  2-port  network  modeling. 
This  paper  will  be  concluded  following  a  presentation  of 
our  experimental  results  using  freshly  harvested  pig  skin 
samples. 


2  Methods 

2.1  Bio-Inspired  Energy  Delivery 

Although  applying  volume  conduction  based  power  de¬ 
livery  system  to  implantable  devices  is  a  new  method, 
this  mechanism  already  exists  in  nature  where  the  elec¬ 
tric  eel,  electric  stingray,  and  other  aquatic  creatures  de¬ 
liver  energy[15].  For  example,  the  South  American  elec¬ 
tric  eel,  a  strongly  electric  fish,  is  capable  of  discharging 


500V  (head  positive)  at  a  maximum  pulse  frequency  of 
25Hz  into  its  surrounding  water  through  synchronized  dis¬ 
charging  of  voltage  generating  cells  known  as  electrocytes 
in  the  body[15,  16].  Weakly  electric  fish  typically  gener¬ 
ates  less  than  one  volt  in  amplitude.  Although  the  electric 
field  of  this  type  of  fish  cannot  be  used  to  stun  prey,  it  can 
be  used  for  navigation,  object  detection,  and  communica¬ 
tion.  It  is  interesting  to  observe  that  the  weaponry  organs 
of  the  strongly  electric  fish  are  arranged  in  a  linear  form. 
Each  column  of  5,000  to  10,000  electrocytes,  connected  in 
series,  spans  approximately  80%  of  the  electric  eels  body. 
Approximately  70  columns  are  arranged  in  parallel  on  each 
side[16]. 

To  simulate  the  discharge  of  the  electric  eel  using  fi¬ 
nite  element  analysis,  we  approximated  the  electric  eel  in 
a  top-down  cross  section  and  placed  it  in  a  cross-section  of 
a  large  “fish  tank.  Our  2-D  simulation  results  are  shown  in 
Fig.  2  where  black  curves  and  color  both  represent  equal 
electric  field  strength,  and  arrows  denote  current  density 
vectors  whose  length  is  proportional  to  the  electric  field 
strength.  It  can  be  observed  that  tail  bending  distorts  the 
surrounding  electric  fields.  Larger  (smaller)  fields  are  in¬ 
duced  in  the  concave  (convex)  side.  This  indicates  that  the 
shape  of  the  body  helps  to  redistribute  and  focus  electric 
energy. 
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Figure  2:  Simulated  electric  field  of  South  American  elec¬ 
tric  eel 

The  observed  electrophysics  of  the  electric  fish  inspired 
us  to  study  the  energy  delivery  problem  using  volume  con¬ 
duction.  This  mechanism  is  promising  since  nature  has  al¬ 
ready  provided  us  with  an  example  of  success.  Using  vol¬ 
ume  conduction  has  another  attractive  feature:  it  is  a  natural 


resource  available  within  our  body  since  the  biological  tis¬ 
sue  is  admissive  to  electrical  current  of  appropriate  strength 
and  frequency.  The  use  of  this  resource  therefore  helps  the 
implantable  device  to  integrate  with  our  biological  system. 
In  contrast,  the  RF  is  unnatural  form  of  energy  carrier  be¬ 
cause  the  ionic  body  fluids  work  against  the  RF  signals, 
virtually  preventing  them  from  penetrating  our  system. 

2.2  Energy  Pad  Design 
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Figure  3:  TOP:  Fundamental  design  of  energy  pad;  BOT¬ 
TOM:  Coupling  between  energy  pad  and  implanted  device 

The  energy  pad,  in  the  size  of  an  American  quarter, 
transmits  energy  and  communication  signals  to  an  im¬ 
planted  device.  The  cross-sectional  view  of  the  energy  pad 
is  shown  in  Fig.  3.  It  consists  of  only  three  major  com¬ 
ponents:  a  thin-profile  button  battery,  a  dual-use  battery 
holder/circuit  board,  and  a  flexible  foam  pad.  The  func¬ 
tions  of  each  component  are  described  as  follows.  The 
battery,  preferably  a  rechargeable  lithium-ion  (Li-ion)  but¬ 
ton  battery,  provides  power  to:  1)  a  DC/AC  conversion  and 
skin  interface  circuitry  which  delivers  energy  in  an  ionic 
current  form  to  the  implanted  device  within  the  human 
body,  and  2)  an  electronic  circuitry  for  communication, 
data  acquisition,  and  control  functions.  The  dual-use  bat¬ 
tery  holder/circuit  board,  made  of  an  insulating  synthetic 
material,  has  the  shape  of  a  shallow  baking  pan.  It  not  only 
holds  the  button  battery,  but  also  bears  printed  circuit  pat¬ 
terns  and  SMT  components  on  both  sides  which  implement 


the  energy  conversion,  communication,  A/D  and  D/A,  data 
storage,  and  control  functions;  The  foam  pad  contains  a 
signal/energy  interface  element,  which  transmits  commu¬ 
nication  signals  or  energy  to  the  implantable  device  (see  the 
bottom  panel  in  Fig.  3)  in  a  similar  fashion  as  the  electric 
fish  delivers  current  toward  the  target  which,  in  our  case,  is 
the  reception  electrodes  on  the  implanted  device.  A  con¬ 
nector  at  the  center  of  the  foam  electrically  links  the  skin 
interface  electrodes  with  the  battery  holder/circuit  board. 
The  foam  pad,  which  is  attached  to  the  skin  with  adhesive 
similar  to  the  ECG  foam  pad,  conforms  to  the  curvature  of 
the  body  surface. 


Figure  4:  TOP:  Simplified  volume  conduction  system. 
The  dashed  box  indicates  the  components  within  the  im¬ 
plantable  device;  BOTTOM:  Equivalent  circuit  model  of 
the  volume  conduction  system 


3  System  Analysis 

In  this  section,  we  analytically  study  the  mechanisms 
of  energy  delivery  by  the  volume  conduction  system.  In 
order  to  facilitate  analysis,  we  simplify  the  original  design 


of  the  energy  pad  in  Fig.  3  into  the  form  shown  in  the  top 
panel  of  Fig.  4.  This  electrode-skin  unit  consists  of  four 
electrodes  (black  blocks)  and  skin/connective  tissue  (gray 
block).  The  interior/exterior  batteries  and  the  equivalent 
series  resistors  (ESRs)  are  connected  to  electrodes.  Note 
that,  in  practice,  both  the  recharging  and  communication 
signals  must  be  AC  signals  to  reduce  the  effect  of  electrode 
polarization  which  takes  place  at  the  electrode-electrolyte 
interface[14,  17].  Therefore,  the  battery  polarities  shown 
in  the  bottom  panel  of  Fig.  4  are  instantaneous.  Since  the 
skin/connective  tissue  block  represents  a  volume  conduc¬ 
tor,  a  complete  characterization  of  the  system  requires  nu¬ 
merically  solving  Poisson’s  equation  (a  partial  differential 
equation)  with  a  number  of  boundary  conditions,  which  is 
computationally  expensive.  However,  the  volume  conduc¬ 
tion  system  can  be  considered  passive  and  linear  over  the 
electrical  ranges  of  interest  and,  for  the  study  of  current 
transmission  through  the  four  electrodes,  the  volume  con¬ 
duction  system  can  be  viewed  as  a  “black  box”.  Therefore, 
we  modeled  the  system  as  a  lumped,  passive,  and  linear 
2-port  network.  Our  equivalent  circuit  model  is  shown  in 
the  bottom  panel  of  Fig.  4.  We  call  it  the  x-type  equiv¬ 
alent  circuit.  Given  the  impedance  values  across  the  four 
electrodes,  Za  =  [Z12,  Z13,  Zu,  Z2 3,  ^24,  Z34],  the  circuit 
parameters,  Zb  =  [Z 1,  Z2 ,  Z3,  Z\ ,  Z 5],  can  be  calculated. 
From  the  equivalent  circuit,  we  have 
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where  the  right-most  vector  contains  the  impedance  values 
between  pairs  of  electrodes  (which  are  numbered  in  the  top 
panel  of  Fig.  4),  and  the  following  constraint  applies: 


Z 12  +  -^34  —  -Zl4  —  Z23  —  0 


(2) 


Based  on  the  assumed  current  directions  of  I4  and  I2  in  Fig. 
4,  the  following  loop  current  equations  can  be  obtained: 

(Ri  +  Zi  +  Z2  +  Z5  -z5  WM 

\  z3  r2  +  z3  +  z4  +  z3J  y/2 / 


(3) 


From  (3),  the  current  transmission  efficiency,  defined 
as  the  ratio  between  the  amplitude  values  of  the  received 
current  I2  and  the  emitted  current  I\  can  be  calculated  as 
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Using  the  equivalent  circuit,  it  can  be  similarly  shown 
that,  for  recharging  to  take  place,  the  following  condition 
must  be  satisfied: 


Vim  Rl  +  Z\  +  Z2  +  Z3 

~vT >  ^ 


(5) 


where  V4m  is  the  maximum  voltage  amplitude  of  the  ex¬ 
ternal  power  Source.  From  Eq.  (5),  The  following  fea¬ 
tures  can  be  observed:  1)  for  recharging  to  take  place,  the 
maximum  amplitude  of  the  external  voltage  source  must 
be  higher  than  the  voltage  of  the  internal  battery;  and  2)  the 
ESR  of  the  internal  battery  does  not  affect  the  condition 
for  recharging,  but  the  ESR  of  the  external  voltage  source 
does. 

In  order  to  make  the  recharging  process  effective,  the 
current  flowing  through  the  internal  battery  must  be  suf¬ 
ficiently  large.  From  Eq.(4),  there  are  two  approaches  to 
increase  the  efficiency:  1)  choosing  circuit  impedance  pa¬ 
rameters  Z\  through  Z-,  to  maximize  the  value  of  Eq.(4); 
and  2)  increasing  the  voltage  ratio  |  ^  | .  The  maximization 
process  can  be  performed  in  three  ways.  First,  electrode 
material  can  be  selected  to  decrease  the  contact  impedance 
with  the  skin.  This  selection  affects  Z\  through  Z4  .  Sec¬ 
ond,  since  the  impedance  of  the  human  skin  is  a  function 
of  signal  frequency[18],  a  proper  selection  of  frequency  can 
provide  desirable  permittivity  and  conductivity  values.  Fi¬ 
nally,  the  geometric  shapes  and  arrangements  of  electrodes 
can  be  optimized  to  affect  Z\  through  Z4 . 

The  current  transmission  efficiency  can  also  be  raised 
by  increasing  j -jA  j.  However,  V2  is  usually  fixed  due  to  the 
requirement  of  integrated  circuit  chips  and  V\  is  limited  by 
the  input  current  tolerance  of  the  skin.  From  the  circuit  in 
the  bottom  panel  of  Fig.  4,  when  \  V\  |  >>  \V2\,  the  input 
current  I  \  is  given  by 

j  _  V\{Z3  +  Z4  +  Z5) 

(Z\  +  Z2  +  Z3  +  Z4)Z3  +  (Z\  +  Z2)(Z3  +  Z4) 

(6) 

where  the  source  ESRs  are  neglected.  Given  the  maximum 
tolerable  I  \  and  the  equivalent  circuit  impedances,  the  limit 
of  the  external  voltage  V\  can  be  determined  from  Eq.  (6). 


4  Experimental  Results 

We  have  constructed  a  prototype  circuit  to  recharge  a 
3  V  nominal  battery  via  volume  conduction.  The  block  di¬ 
agram  of  the  recharging  circuit  is  shown  in  Fig.  5.  The 
DC/ AC  block  converts  the  DC  voltage  to  AC,  exciting  ex¬ 
ternal  electrodes  1  and  2.  The  AC  signal  is  transmitted  to 
the  internal  electrodes  3  and  4  through  the  volume  con¬ 
duction  of  the  skin/tissue  layer.  Then,  the  AC/DC  block 
rectifies  the  signal  into  a  DC  current  which  recharges  the 


internal  battery.  We  used  a  lithium-ion  battery  (Panasonic, 
Type  ML2020,  voltage  3  V,  capacity  45mAh)  for  the  inter¬ 
nal  battery  which  was  drained  to  1.9V  before  the  exper¬ 
iments  started.  The  DC/ AC  converter  was  replaced  by  a 
square  wave  generator  and  a  power  amplifier. 


External  electrodes  Internal  electrodes 


Figure  5:  Block  diagram  of  the  experimental  setup 


4.1  Electrode-Skin  Unit 

The  electrode-skin  unit  was  the  most  important  part  of  the 
recharging  system.  We  used  rectangular  electrodes  shown 
in  the  top  panel  of  Fig.  6.  The  electrodes  are  made  of 
copper  and  coated  with  tin.  With  an  approval  by  the  In¬ 
stitutional  Animal  Care  and  Use  Committee,  a  small  piece 
of  freshly  harvested  pig  skin  (within  3  hours  postmortem) 
was  utilized  in  our  experimental  electrode-skin  unit  (see  the 
bottom  panel  of  Fig.  6). 

4.2  AC  Current  Transmission  of  Electrode-Skin  Unit 

In  order  to  verify  our  equivalent  circuit  model  in  Fig.  4, 
we  examined  AC  current  transmission  through  the  actual 
electrode-skin  unit.  A  sinusoidal  voltage  source  of  1  kHz 
(with  an  ESR  of  517  f 1)  was  applied  between  external  elec¬ 
trodes  1  and  2,  and  a  load  (517  f l)  was  connected  between 
internal  electrodes  3  and  4  of  the  electrode-skin  unit.  The 
measured  current  and  the  current  transmission  efficiency 
are  shown  in  the  top  panel  of  Fig.  7.  Then,  we  measured 
the  impedance  values  between  electrodes  and  established 
the  equivalent  circuit  using  (1).  Finally,  we  calculated  the 
current  and  current  transmission  efficiency  values  based  on 
our  equivalent  circuit  model.  The  results  are  shown  in  the 
bottom  panel  of  Fig.  7.  Clearly,  these  two  plots  are  very 
similar  which  indicate  that  our  circuit  model  is  valid. 


Figure  6:  TOP:  Electrode  dimensions:  d  =  5mm,  w  = 
15mm,  and  l  =  15mm;  BOTTOM:  Electrode-skin  unit  us¬ 
ing  freshly  harvested  pig  skin  sample. 


and  square  wave  voltage  sources  were  applied  to  external 
electrodes  1  and  2  of  the  electrode-skin  unit.  The  internal 
voltage  was  from  the  same  lithium-ion  battery  mentioned 
previously.  The  charging  signal  frequency  was  5  kHz.  The 
root  mean  square  value  of  the  charging  current  I2  was  mea¬ 
sured.  A  comparison  of  our  results  is  shown  in  the  top  panel 
of  Fig.  8,  which  indicates  up  to  13%  larger  charging  cur¬ 
rent  using  the  square  wave  than  using  the  sinusoidal  wave. 
This  experiment  validates  the  previous  hypothesis. 

4.4  Frequency  Selection 


4.3  Waveforms  of  charging  current 

Since  the  current  transmission  efficiency  increases  as  the 
voltage  ratio  V1/V2  increases,  it  can  be  hypothesized  that 
the  square  wave  charging  current  is  more  favorable  than  the 
sinusoidal  wave.  In  order  to  test  this  hypothesis,  sinusoidal 


The  impedance  values,  which  include  both  the  resistive  and 
reactive  parts,  of  biological  tissues  are  functions  of  signal 
frequency.  In  order  to  select  an  appropriate  frequency  for 
the  charging  current,  we  conducted  experiments  where  the 
current  transmission  efficiency  values  were  measured.  In 
these  experiments,  the  amplitude  of  the  external  voltage 
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Figure  8:  TOP:  Charging  current  Ii  resulting  from  square 
and  sinusoidal  waves;  BOTTOM:  Current  transmission  ef¬ 
ficiency  r)i  =  vs.  frequency  / 


Figure  7:  TOP:  Experimentally  measures  current  and  effi¬ 
ciency  values;  BOTTOM:  Calculated  current  and  efficiency 
values  using  equivalent  circuit  model 

source  was  kept  constant  at  5.7V  while  the  frequency  var¬ 
ied.  The  results  are  shown  in  the  bottom  panel  of  Fig.  8 
where  it  can  be  observed  that  the  current  transmission  ef¬ 
ficiency  increases  rapidly  at  low  frequencies,  but  reaches  a 
plateau  as  the  frequency  increases  further.  It  can  also  be  ob¬ 
served  that  our  choice  of  5  kHz  current  is  appropriate  since 
a  higher  frequency  does  not  produce  a  significant  increase 
in  efficiency. 

5  Conclusion 

In  this  work  we  have  provided  an  effective  solution  to 
the  communication  and  power  supply  problems  with  med¬ 
ical  implants  intended  for  soldier  physiological  monitor¬ 
ing,  remote  triage,  and  internal  telemedical  intervention.  A 
practical  design  of  an  energy  delivery  system,  inspired  by 
the  energy  delivery  mechanism  of  electric  fish,  is  presented 
consisting  of  a  simple  and  convenient  external  device  called 
an  energy  pad.  This  small-size,  light-weight  device  can  be 


easily  pasted  on  the  skin  at  the  time  when  the  implanted 
device  needs  to  be  recharged.  An  AC  current  is  delivered 
through  the  skin  using  the  volume  conduction  property  of 
the  biological  tissue.  We  have  analytically  studied  this  new 
design  using  a  linear  2-port  network  model  which  provides 
a  number  of  useful  formulas  for  the  optimal  design  of  the 
volume  conduction  system.  We  have  also  constructed  a  test 
system  using  freshly  harvested  pig  skin  samples.  Our  ex¬ 
periments  have  validated  our  circuit  model  and  shown  that 
the  square  wave  charging  voltage  is  optimal  and  that  the 
optimal  selection  of  frequency  for  the  charging  current  is 
in  the  kilohertz  range. 
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